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. DENEY RAPORU
Syl 13 TEST REPORT
Miisterinin Adi/Adresi DENIZLI 0.8.B. MUDURLUG ATIKSU ARITMA TESISI
Customer Name/Address Organize Sanayi Bolgesi Cevre Cad. No:4 Honaz / DENIZLI

Numunenin TiirivAhms Sekli ve Amaa
Sample Type/Sampling Method and Purpose

Atiksu - Kontrol
Anlik ( TS ISO 5667-10 ve TL.09/001 talimatina gore)

Numunenin Alindi@n Yer / Koordinatlar

Atksu Aritma Tesisi Cikigt / 37.80472 - 29.22397

Sampling Place / Coordinates

Numunenin Sektorii/Alt Sektér Antimon (8b)  Arsenik (As). Baryum (Ba) , Berilyum (Be). Bor (B), Civa (Hg) , Giimiis (Ag) . Kalay (Sn},

Sample Sector/Sub-Sector Kalsiyum (Ca). Kobalt (Co), Lityum (Li), Magnezyum (Mg}, Mangan (Mn}, Molibden (Mo) , Nikel (Ni) .
Potasyum (K) , Selenyum (Se), Sodyum (Na), Talyum (T1) ), Vanadyum (V) . Alitminyum (AL}

Numuneyi Alan Kisi / Kurum Numune, GUMUSSU A.S. CEVRE LABORATUVARI Numune Ahm Yetkilisi Eveen

Sampler / Sampler Institution AFYONLUOGLU tarafindan almmigtir,

Numunenin Almdif Tarih ve Saat

“The Detsiof Seinpling 23.10.2020 10.00

Numuneye Uygulana:n ?#cmlerlAmbalaj ok T+ Kisnynstl K a

e VIR Mihiirli (GUMUSSU009966)

Processes Applied to Sample Packaging Status(Sample Ediketl

Protection, Seal. Label)

Numune Kabinmn Cinsi/Numune Miktan
Type of Sample Vessel/Amount of Sample

(TL.09/003 Numune Tagima Muhatiza ve Imha talimoting gore korama yapilnugtr.)
PE-HD (~0,25L)

nemonicoie Rl Egieg Tarkvic Bant 23.10.2020 15.25

The Date of Receipt of Test Item

Numuneyi Teslim Eden

Déliveter of Sample. Evren AFYONLUOGLU

Aqklamalar Ekler: Sozlesme

Remarks Uygunluk Beyanmm degerlendirilmesi yetkili mercilere birakilmugor.
Psescy Canldicy Tati 23.10.2020-24,10.2020

Date of Test

Raporun Sayfa Sayist P

Number of Pages of the Report Sh + 3K

Deney laborztuvan olarak fanfiyet gésteren Gilmiissu Aritina Tesislerd San. ve Tic A.S., TURKAK'tan AB-0249-T ile TS EN IS0 TEC 17025 standardinz giire akredite edilmistir.

Gimilgsu Antma Tesisleri San. ve Tio A Y. averedited by TURKAK uader registration number AB-0249-T for TS EN ISO IEC 17025 as test laboratory™

Tiirk Akreditasyon Kurumu(TU/RKAK) deney raport Tega L la Avrupa Akreditasyon Birligi (EA) ile Cok Tarafh Anlagma ve Uluslararas: Laboratuvar Akreditasyon Birligi
(ILAC) ile kargihki Ly imzalamstir,

Turkish Acoreditation Agenoy (TURKAK) is a si y to the European co-of ion for Accreditation (EA) Multilateral Agreement (MLA) and to the International Laboratory Accreditation Cooperation
(ILAC) Mutual Recognition Arrangement (MRA) for the recognition of test reports.

Dency ve /veya ilcilm sonuglae, genisletibmis Slglim belirsiziikler? ( olmas: halinde ) ve deney metotlari bu raporun tamamlayict kismi olan takip eden sayfalarda verilmistir,

The test and/or measurement results, the uncertainties ( if applicable ) with confidence probability and test methods are given on the following pages which are part of this report.

Beyan edilen genigletilmiy slgilm belirsizlifi, standart beliesizlifin, k=2 olarak alinan geniyletite karsayist ile garpum sonucunda bulunan degerdir ve %95 oranmda gilvenilirlik saglamaktadh;

T'he reported expanded uncertainty of measurement is stated as the standard uncertainty of measurement multiplied by the caverage factor k=2, which for a normal distribution carresponds to a coverage
probability of approximately 95%.
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Uvgunluk
ANALIZi YAPTLAN VONTEM BULUNAN SINIR Beyam
PARAMETRELER e DEGER ERLER Declaration
Analyzed Parameters Found Value Limiting Values af
Conformity
Antimon (Sb) EPA 200.7 <0,200 mg/L 3 g
Arsenik (As) EPA 200.7 0.078 mg/L - -
Baryum (Ba) EPA 200.7 <0,040 mg/L = -
Berilyum (Be) EPA 200.7 <0,100 mg/L = =
Bor (B) EPA 200.7 1.120 mg/L 5 =
Civa (Hg) Isletme Igi Metod-1 <0,001 mg/L - .
Giitniig (Ag) EPA 200.7 < 0,010 mg/L 3 -
Kalay (Sn) EPA 200.7 < 0,040 mg/L - <
Kalsiyum (Ca) EPA 200.7 64.120 mg/L - ;
Kobalt (Co) EPA 200.7 < 0,020 mg/L - :
Lityum (Li) EPA 200.7 030 mg/L E 2
Magnezyum (Mg) EPA 200.7 103,100 mg/L - -
Mangan (Mn) EPA 200.7 < 0,100 mg/L # "
Molibden (Mo) EPA 200.7 < 0,040 mg/L. . 3
Nikel (Ni) EPA 200.7 < 0,040 mg/L . =
Potasyum (K) EPA 200.7 73.500 mg/L - 4
Selenyum (Se) EPA 200.7 <0,100 mg/L : .
Sodyum (Na) EPA 200.7 2882,000 mg/L g -
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Uvgunluk
ANALIZI YAPILAN YONTEM BULUNAN SINIR Beyam
PARAMETRELER Method DEGER DEGERLER Declaration
Analyzed Parameters : Found Value Limiting Values of
Conformity
Talyum (T1) @ EPA 200.7 < 0,040 mg/L = =
Vanadyum (V) EPA 200.7 < 0,100 mg/L - -
Aliminyum (Al) EPA 2007 <0.100 mg/L . .
Agiklamalar:
a: Cevre Olgiim ve Analizleri Yeterlik Belgesi kapsam digindaki parametreler.
b; TURK AK "tan akredite degildir.
¢; Numuneyi alan kurum tarafindan yerinde 6lgiilen parametreler.
d; Isbirlikgi laboratavara yaptirilan parametreler,
e: Taseron laboratuvara vaptinlan parametreler.
*Tablo, satir ve siitun sayist degigtirilebilir.
U= Uygun UD= Uygun Degil
-Metod Agiklamalan: EPA: Environmental Protection Agency. SM: Standard Methods, TS: Tiirk Standartlar, EN: European Norm,
150: International Organization for Standardization, Igletme Tgi Metod - |: Giimiigsu Aritma Tesisleri San.ve Tic.A.S.Laboratuvar Metodu
- Atiksw/Su Sicakligr: 25.80 ° C Tetkenlik: - pS/cm Coziinmiig Oksijen: - mg/L pH: 7.97
-Ortam Kogullari; Laboratuvar sicaklifii: 23 £ 2 °C, ZSF: 20+ 1 °C, BOI: 20+ 3 °C
-Hava Kosullari; Hava Sicakhg: 21.60 ° C, Hava Durumu: Agik
Mithiir Rapor Hazrlayan Kontrol/Onay
i T Prepared by Control/ Approval
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